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Fat quantification in skeletal muscle using multigradient-echo imaging: comparison of fat and water references Introduction
Muscular fat has been shown to be correlated to e.g. age (1) , inflammation (2, 3) , type II diabetes mellitus (4), insulin resistance (5, 6) , and conditions of chronic pain (7) . In this fatty depot, lipids are stored as adipocytes located between and within individual skeletal muscle groups (interand intramuscular fat, respectively), or as fat droplets within the muscle cells' cytoplasm (intramyocellular lipids (IMCL)). The fat concentration varies greatly over the compartment (4, 8, 9) , and fat concentrations below 0.5 % may be expected in some muscle groups (10) .
Because of this, high spatial resolution imaging with accurate measurement of very low fat concentrations is an important issue for investigation of fat accumulation beneath the muscle fascia in various applications. In this method comparison study, focus is on improving precision, while maintaining accuracy of imaging-based muscular fat quantification.
Noninvasive imaging-based measurement of inter-muscular adipose tissue has previously been performed from T 1 -weighted imaging where fatty and lean tissue is segmented using threshold values (5, 6) . Unfortunately, this technique is insensitive to the low fat concentrations expected of intramuscular fat and IMCL (8, 10) . This issue is partly addressed through the use of fatselective imaging (10) which given various corrections (B 1 -and B 0 -inhomogeneities) and
calibration against a fat reference may provide quantitative measures of fat content (8) .
However, a more straightforward quantification, which can be made robust against both B 0and B 1 -inhomogeneities, is possible using water/fat imaging and quantification of the proton density fat fraction (FF). Additionally, the use of quantitative images has the advantage of accounting for partial volume effects.
Water/fat imaging uses the phase evolution over echo time (TE) of gradient-echo images to separate the two signal components (11, 12) . The method has been extended and generalized to account for the multipeak fat signal (13) , off resonance and T 2 * relaxation (14) , eddy-current effects (15, 16) , relaxation bias (17) (18) (19) , and noise (18) . With consideration of these effects, high accuracy and precision of the technique has been demonstrated for liver applications (20, 21) .
Water/fat imaging has also shown potential in vitro to accurately measure FFs below 1 % (19, 22) , and has recently been used for measurements of muscular fat in vivo (4, 23) .
The specific challenges of muscular fat quantification include demands for high signal-to-noise ratio (SNR) for measurements of low fat concentrations and consideration of relaxation bias due to the large difference in T 1 between muscle and adipose tissue (24) . Both of these issues are affected by the choice of flip angle. Increased SNR is easily achieved through the use of a larger flip angle and may e.g. be adjusted to maximize the signal of the low concentration component (22) . However, this approach results in an overestimation due to T 1 bias, an effect which would have been negligible if a small flip angle were used. Thus, in order to use a larger flip angle to improve SNR, an approach for correcting or avoiding T 1 bias is necessary.
The choice of reference for the estimation of the FF has an impact on T 1 bias. Commonly, a water reference is used for fat quantification; i.e. the fat signal is normalized to the sum of the fat and water signals for calculation of the FF. In this case, T 1 -weighting results in an overestimation of the FF. Instead, a fat reference may be used such that the fat signal in each voxel is normalized to the signal from pure fat voxels. This approach circumvents relaxation bias in the calculation of FF, but does require selection of a fat reference tissue (external or internal) and correction for B 1 -inhomogeneities (25) (26) (27) (28) (29) .
The accuracy and precision of the water or fat reference approaches with large or small flip angles have been tested using simulations and phantom experiments (17, 18, 22, 26, 27, 30) , but, to the best of our knowledge, no in vivo investigation of accuracy and precision of their use in muscular fat quantification has been presented.
The aim of this study is to conduct an in vitro and in vivo comparison of the accuracy, precision and repeatability of a small flip angle water reference approach for estimation of muscular fat against a large flip angle fat reference approach.
Material and methods
This study was approved by the local ethics committee and informed consent was obtained from all human subjects.
From multi-gradient-echo images, FF was calculated using both a water reference (wFF) and a fat reference (fFF). The calculations were made on both large and small flip angle data sets.
The small flip angle wFF was used as a reference standard for all in vivo comparisons.
Assuming T 1 relaxation times of muscle tissue / subcutaneous fat of 1130 ms / 288 ms at 1.5 T (24), the small flip angle was chosen such that the muscle magnetization vector had relaxed to 98 % of its full length, and the large flip angle was chosen to the Ernst angle of subcutaneous fat.
A phantom experiment was used to validate the accuracy of the techniques under investigation and to investigate the precision in regions of homogenous fat distribution. The in vivo accuracy was investigated in the entire subfascial compartment and the precision was investigated in homogenous muscle tissue of healthy volunteers and lymphedema patients. Finally, the repeatability of the technique was investigated using repeated measurements on healthy volunteers.
This methodological study was part of a clinical study aiming at investigating adipose tissue distribution in patients with lymphedema before and after liposuction. 
Imaging of human subjects
Six patients with arm lymphedema, who had been treated with liposuction of their edematous arm one month prior to the MR examination, and ten healthy volunteers participated in this study. All imaging experiments on human subjects were conducted on a 1.5T scanner (MAGNETOM Sonata, Siemens Healthcare, Germany). For all subjects, both arms were investigated separately in a small extremity flex coil with one coil element. Note that no external fat reference was used.
To investigate the repeatability in healthy volunteers, the right arm was imaged first, followed by the left and finally, the right arm was imaged again, with repositioning of the coil between each change. All healthy subjects were placed prone with the arm to be investigated over their head. The lymphedema patients were asked to lie prone or supine with the arm to be imaged over their head whenever possible, or otherwise to lie supine with both arms along their sides.
To compare accuracy and noise performance of two T 1 -weightings, two multi-gradient-echo sequences with eight TEs were acquired with flip angles 10° and 85°, respectively. Other (31, 32) . A single T 2 * was chosen because of the superior noise performance at low fat concentrations compared to dual T 2 * estimation (33, 34) . A first guess for off resonance was used to avoid fat/water ambiguity and was obtained using the procedure described in (35) for in vivo data, and using the phase differences between adjacent echoes for phantom data.
The reconstructions resulted in two sets of complex-valued fat (F) and water (W) images for each of the phantom and in vivo experiments: 1) small flip angle and 2) large flip angle. From each of these data sets, A) wFF and B) fFF were calculated.
The wFF was calculated using the following expression where the real value was used to avoid bias due to the Rician noise distribution of magnitude images (36):
The estimation of fFF images uses pure adipose tissue voxels as an internal fat reference and is illustrated in Figure 1 . (Figure 1f ).
The fFF image is thus obtained by normalizing the local intensity of F with the average intensity of nearby adipose tissue voxels. This is a non-trivial operation since the uncertainty of the estimate increases with the distance from the references, and no assumptions can be made regarding the spatial distribution of the reference voxels. B fat was calculated by multi scale adaptive normalized averaging (MANA), as described briefly below (see reference (29) for further details). This algorithm interpolates/extrapolates the intensity values of the reference voxels to all non-reference voxels by local weighted averaging. The weights are set by Gaussian kernels which variance increase as the local density decrease. Thus voxel estimates in low density areas will be based on a larger spatial support. In addition, since the MANA algorithm uses real-valued images, the F and W images were phase unwrapped as real-valued images. The phase unwrapping was performed on the F+W image using phase sensitive reconstruction (37) .
The unwrapped phase was subtracted from the F and W images, respectively.
Evaluation
Circular regions-of-interest (ROIs) were drawn in each phantom vial in the magnitude image of the first echo acquired. In the corresponding in vivo images, polygonal ROIs were manually drawn covering the subfascial compartment, excluding bone and bone marrow. Close to bone and the muscle fascia, a margin of approximately one pixel was avoided. Also, circular ROIs were drawn in homogenous muscle tissue using the large flip angle wFF images. All ROIs were copied and identical for the two flip angles and the water and fat reference data sets. Within all ROIs, the FF average and standard deviation were calculated.
Accuracy
Using the small flip angle wFF as a reference standard, the accuracy of muscular FF quantification was investigated for small and large flip angles, for both water and fat referenced FFs. The slope, intercept, overall bias and limits of agreement were used as measures of accuracy. A Wilcoxon signed rank test with P < 0.05 was used to test overall biases for significant difference from a zero bias.
Precision
The FF standard deviation within homogenous muscle tissue was used as a measure of precision. A two-sided t-test was used to test for differences between the precisions of the various methods. A significance level of P < 0.05 was used.
Repeatability
The repeatabilities of the two muscular FF quantification approaches were investigated using the repeated measurement of the right forearm of healthy subjects. The measured FF was compared between the two measurements, and an overall bias and coefficient of repeatability (1.96 times the standard deviation of differences between measurements) were calculated. For the various methods, the absolute values of the differences between the two repetitions were compared using a Wilcoxon signed rank test with P < 0.05.
Results

Phantom experiment
The resulting phantom small and large flip angle FF maps are shown in Figure 2 and the numerical results are presented in Figure 3 . Accurate quantification of the FF was achieved using a fat reference with both small and large flip angles. As expected, the use of a large flip angle for estimation of wFF resulted in an overestimation of the FF, whereas high agreement with known values was obtained using a small flip angle.
Comparing the standard deviations within ROIs for all methods (Figure 3 , lower row), the precision was highest (smallest standard deviation) using fFF and a large flip angle. Out of all methods, the poorest precision was obtained using fFF with a small flip angle. As expected, a higher precision was obtained through the use of a large flip angle compared to a small flip angle for wFF estimation, especially for FF ≤ 2.5 %. The observed difference was smaller for higher FFs. Some signal variation may be attributed to Gibbs ringing which was visible in the reconstructed phantom images.
In vivo experiment
Examples of small flip angle wFF and large flip angle fFF maps from healthy volunteers and one lymphedema patient are shown in Figure 4 and 5, respectively. The estimation of fFF failed in one of the ten healthy volunteer cases (Figure 4c ), likely because of the thin layer of subcutaneous adipose tissue. Due to the limited resolution and partial-volume effects, the fat reference tissue was not sufficient for reconstruction. This subject was therefore excluded from further analysis. 
Accuracy
The accuracy of the muscular large flip angle fFFs compared to reference is shown as scatter and Bland-Altman plots in Figure 6 . The accuracy measures for all tested methods as compared to reference are provided in Table 1 . fFF. The precision of the large flip angle fFF was significantly higher than all other tested methods. The differences in precision between all tested methods were significant, expect between the small flip angle fat and water reference FFs.
Repeatability
The results from the repeatability experiment using the small flip angle wFF and large flip angle fFF methods are shown as Bland-Altman plots in Figure 8 , and corresponding biases and coefficients of repeatability for all tested approaches are presented in Table 2 . The coefficients of repeatability using a small flip angle were similar for both the fFF and wFF, whereas the coefficients of repeatability were slightly larger using a large flip angle with both references.
The coefficient of repeatability of the large flip angle fFF was slightly smaller than the corresponding wFF. No significant differences in coefficients of repeatability were found between any of the methods tested.
Discussion
In this study, the accuracy, precision, and repeatability of muscular fat quantification based on FF and MRI was investigated. In addition, two references for FF quantification and two flip angle approaches were compared. Due to the low FFs expected in muscle tissue, and due to the large differences in longitudinal relaxation times between adipose and muscle tissues, FF quantification beneath the muscle fascia calls for careful consideration of both SNR and relaxation bias. In this study, we investigated if the use of a large flip angle in combination with the use of a fat reference to circumvent quantification bias due to T 1 weighting could improve FF quantification. A high agreement with the reference standard and an improved precision was seen for the large flip angle method with a fat reference. In terms of repeatability, no significant difference between the methods was detected.
Using a small flip angle and a water reference, differences in muscular FF larger than approximately 0.4 % can be detected according to our repeatability investigation (see Table 2 ).
Relating to our own measurements, where average FFs ranged between 0.5 % -5.2 % for healthy volunteers and between 3.0 % -8.5 % for patients, a coefficient of repeatability of approximately 0.4 % is sufficient to resolve the differences between patients within each of these groups. The accuracy of the fat reference approach with large flip angle was similar to the reference standard, and measurements were within approximately ± 1.8 % (see Table 1 ). Also, the precision within homogenous muscle tissue was improved using this technique. This gain in precision might be useful e.g. for quantification of intramuscular adipose tissue and IMCL.
A small flip angle approach is commonly used to avoid T 1 bias. However, this approach limits the SNR achievable in a reasonable imaging time. Instead, a larger flip angle may be used if T 1 bias is avoided or corrected for. In this work, the use of a fat reference for FF quantification was explored. Alternatively, T 1 bias may be corrected for using literature values of the T 1 relaxation time of the fat and water signals (38) or using a dual flip angle approach which simultaneously estimates a corrected FF and the fat and water T 1 values (18, 30) . Depending on method chosen, the optimal flip angle or pair of flip angles may differ. In this study, no attempt was made to explore the optimal choice of flip angle/s, nor was the dual flip angle approach investigated.
In this study, the MANA algorithm was used for estimation of fFF, which uses an internal fat reference and does not require additional data to be acquired (29) . This allows for effective data acquisition and calibration to the subject's own adipose tissue. The MANA algorithm has previously been successfully used for reconstruction of whole-body, 3D data sets (29) , for intensity correction of muscle and liver water imaging (25) and for identification of brown adipose tissue (39) .
The use of a fat reference for FF quantification has distinctive advantages and disadvantages.
First, our phantom and in vivo results show that the use of a fat reference effectively circumvents T 1 -relaxation-related bias and that a similarly high accuracy is obtained with a large flip angle fFF compared to a small flip angle wFF. The large flip angle fFF approach also improved precision compared to small flip angle wFF. As the method is insensitive to T 1 -related bias, it allows for a more flexible choice of imaging parameters. E.g. the flip angle may be increased to improve SNR, as was done in this study, or the TR may be shortened for more efficient data acquisition and a shorter acquisition time. Second, the fFF measure is insensitive to cases where the assumption that MR-visible water and/or fat constitutes the entire voxel volume may not hold. Third, the presence of adipose tissue is necessary for successful reconstruction of fFF images. In this study, all cases but one resulted in successful fFF reconstruction. The patient dataset was challenging as the patient subjects had undergone liposuction one month prior to the MRI examination, but the successful reconstructions of all images from the patient group indicate that the remaining adipose tissue was sufficient as a fat reference. However, in one healthy control, the image resolution was not sufficient to resolve the subcutaneous fat layer. Thus, for the use of a fat reference, consideration of image resolution is important. In addition, the threshold used to identify pure fat reference voxels may have an impact on the success of the method in these cases (see below). As opposed to the three 2D slices used in this work, the robustness of the MANA algorithm is likely improved using a 3D acquisition over a larger volume as more adipose tissue may be used as reference (25) .
The threshold for pure fat voxels was in this study set to voxels with wFF > 95 %. Lowering this threshold would result in a larger number of voxels to use as reference in the MANA algorithm which might be an advantage in cases of very thin subcutaneous layers. However, a lowered threshold may also result in an overestimation of the fFF.
Within a homogenous area of muscle tissue, no difference in precision was found between the small flip angle fat and water reference FFs. This implies that the precision of the water and fat reference estimation methods are similar if there is no T 1 weighting. Compared to a low flip angle approach, the FF precision was found to be higher for a large flip angle fFF approach, but very little improvement in precision was seen for a large flip angle wFF approach. This is likely explained by T 1 weighting of fatty streaks in muscle tissue leading to an enhancement of anatomical variance when using a larger flip angle and a water reference approach. This apparent increase of the anatomical variance overshadows the reduction of image noise when comparing small and large flip angle wFF standard deviations. The use of standard deviation within ROIs as a measure of precision is limited by the inability to distinguish between measurement precision and anatomical variance. However, the in vivo measurements were complemented by measurements in homogenous lipid phantoms to account for this issue. Also in this experiment, a gain in precision using a large flip angle and fat reference was seen compared to the other techniques investigated. Despite the gain in precision found using a large flip angle fFF, no improvement of repeatability was seen for this technique compared to reference.
In conclusion, a fat reference for FF quantification can be used to improve precision and avoid T 1 bias in muscle fat quantification. However, for robust estimation of fat reference FF, image resolution must be considered. In cases where very little adipose tissue is expected, a small flip angle wFF approach may be more reliable. Only small areas of adipose tissue remain in the subcutaneous layer of the liposuctioned arm. 
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